THE BETZCO ELECTRIC 


A Superior Electro-Therapeutic Cabinet 

Sold on Easiest Terms 
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A COMPLETE AND COMPACT 





OFFERS 
A Lin 

PRACTICAL 

CURRENT 

MODALITIES 


Application Sinusoidal 


One 


Spongm 


rrgmn 


pine 


on 


an ■ 


elect rode 


T.umhar 


DijiC between shoulder* Connections 


Insulated electrode in rectum, using uni* 

f ujlar method of Application Very villi able 
or relieving Prostatic trouble. Connection 3, 


Vaginal Hig*! Frequency Treatment 

Tni*polar treatment using Insulated Glass Elec¬ 
trode, Mith moderate current. Electrode in vagina. 
Connection 3 . 


Oral Cavity Jtxaimnaiion 

The Diagnostic Illuminator U equally; valu 
able for all Orificbil work. On meet tors* 
anti 7 , 


Minor Na$al Surgery 

The Cautery Handle ami Knives furnished 
be found a valuable aid for Scaling pur- 
stopping Nasal Hemorrhage* and 
opening Boils. Connections 3 and 9. 


Sinusoidal Treatment 

Patient** foot in tray of salt water; Sponglo 
Disc just above knee, tor testing Muscle Reflex. 
Connections 4 and S. 
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HIGH FREQUENCY CABINET 


talKrm^^XppTicanon 1 


Abdominal Uialhermy Application 

Using the 8'inch Flexible Pad on the Ab¬ 
domen a ml a large Block Tin electrode under 
the Spine, Connections 1 and 2 . 


The operator uses his Ungers aa a 
rheostat. Treatment relieves congestion, 
and product* an active Hyperemia whtr* 
ever used, Connections 1 and 2, 


SUCCESSFUL 

OUTFIT 

FOR 

GENERAL 

OFFICE 

PRACTICE 


Diathermy Application to Cheat 

Targe indifferent electrode under spine and 
flexible sheet of Flinch Tin (£4rieh diameter) on 
chest. Connections 1. and - J . 


REMARKABLY 
EASY AND 
SIMPLE 
FOR THE 
OPERATOR 


eating the Inner 


An application of Diathermy Current—electrodes 
in putienCs hands,, tv it It index lingers in ears, 
causing heating through the head. Connection* 
1 and 2, 


guration 


Patient on Chair Pad, holding the metal handle 
in both hands, Especially valuable for the reduc¬ 
ing of High Blood Pressure- Connections J and 2, 


The Fulgu ration Electrode with the curved tip 
connected to the High Frequency outlet. Mild 
i n rrent Very effective for the removal of Warls, 
Moles, Capua Vulgaris, etc* Connection 3 . 











































Completely Equipped with Modern Accessories 


The But WQ Eleouk is 14 powerful, simple, practical and 
durable cabinet designed to AH (he needs of general office 
practice. The use of this outfit gives you an opportunity to 
handle cases that rightfully belong in your omrtq hut are 
now being handhd uiitsidt of the profession. Cabinet offers 
the following modalities: 

High Frequency—(is effects are noted in increased blood 
supply* increased oxidalion, secretions and local nutrition. 

D'Arsonv*!— Indicated in treatment of high bloud pre** 
Mirr and for elimination through cellular massage. 

Auto Condensation- Delivercrl through ' hair pad included 
with outfit. A southing treatment for tlu- eiilire system. 

Diathermy—A high-frequency current which produces heat 
effects deep in the tissues. Ikai may hr directed to the 
exact urea desired and intensity oi application modified to 
suit the cave, 

Fttlguralion— For desiccating or cauterizing in the re¬ 
moval and treat merit ol wart*, moles, growths, including 
destruction of papilloma of tin* bladder. 

Modified Diathermy —TTsrd for relieving congestion and 
for producing an active hyperemia. 

Ozone— -Indicated in treatment of infectious diseases, 
^ nrmia, disease* of the respiratory organs and in condition* 
where there is imperfect oxidation and impaired nutrition. 
Special electrode* for inhalation can be furnished separately 

Sinusoidal Indicated in ihc treatment of paralysis anil 
habitual constipation Sometimes used effectively in treat¬ 
ment of deafness. 

Cautery— Sufficient cautery current generated to heat any 
of five ordinary cautery knives Has % point* of control. 

Diagnostic—Delivers an accurately r- gu fated current fur 
lighting diagnostic lamps, from to 12 volts. Operate* the 
Smallest evstoscouie lamps safely. 

Th<* following accessories included with the B c t 
Electric: 


*■ (Jnc Latest Model Generator in leatherette covered vase, 
_ velvet lined with marble lop and nickeled clip* for equip* 
"raent. 

One Diathermy Hand Electrode, 

One Connecting Cord and Ding. 

One Book cf Complete Directions. 

Om* Adjustable Electrode Handle. 

Onr Surface High Frequency Electrode. 

One Rectal High Frequency Elect rode. 

One Vaginal High Frequency Electrode 
One Throat High Frequency Electrode 
Otic Nasal High Frequency Electrode, 

< hie Urethral High Frequency Elect rode. 

One Heavy Insulated Cord 
t luc Auto Condensation Pnd, 

Oj.il* Rcgulatluff Lamp ami Clamp, 

One MilliaiUpcrc Color Scale, 

One IVArArniva) Handle. 

Two Sinusoidal Cords. 

Two Simirwiiibil Handles. 

Our Diagnostic Illuminator with cords, holder and Tung- 
uteri lamp, _ ^ 

One Cailtcry Handle. adjustable. 

One Cautery Knife, pointed. 

One Cautery Knife, looped. 

<. Two Cautery Cords, 

One Fuljp]ration Electrode, 

[ One straight Tip for Eulgurutton Electrode. 

J One Curved Tip for Fill gnrat inn Electrode. 

One Flat Tip for Fuljraratiou Electrode. 
f One Felt .Sinusoidal Disc and Handle. 


ORDER COUPON 


FRANK S. BETZ CO*, 

HAMMOND* INDIANA.* 

DEAR SIRS: 

Enclosed is remittance for $20.00 for which yem may 
rend inr the MA213 Rctzco Electric High Frequency Cabi¬ 
net. J can return ii for full credit if not fsamfactory in 
every respect. 

NAME 


YOURS ON 


EASIEST TERMS 


Send $20.00 Only 


address 

CITV . 


STATE. 


P TIie 9A2J3 Bctzco Electric Cabinet regularly sells fur 
$ 11OdjfO. We oiler you special Vrra>,. however", of $30.00 
g only with your nrdeir and ibe balance ,of $5Kl.fiO in . equal 
monthly payments of $10,110 each'without interest. Extra 
fees collected for treatment a and apjdicatkns should easily 
pay for the outfit. 

WITH INSTRUCTION BOOK 

Outfit includes a complete and detailed hook of inline. 
(ions from which you can quickly learn to operate this 
outfit effectively. This, booklet i* written in simple terms 
and is very easy to interpret. 
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